Distal femoral fractures compromise of 4-6% of all femoral fractures [1, 2] and more than 50% occurs in the elderly. [3, 4] High-energy trauma increases fracture incidence and complexity. [3, 5] Fractures in elderly patients are challenging in orthopedic trauma surgery. [6, 7] Studies have shown that internal fixation devices provide superior outcome as compared to closed methods allowing early mobilization by providing stability . [8] [9] [10] [11] Among surgical methods, particularly intramedullary (IM) nails have been successful compared to side plates with decreased intraoperative blood loss, operating time, and hospital stay. [12] [13] [14] Intramedullary nails are specifically suitable to type A fracture patterns. [15] Also, a recent biomechanical study has demonstrated decreased micro-displacement in a retrograde IM nail versus two common plate implants. [16] Distal femoral fractures are typically complex with comminution, bone quality may be poor or prosthesis may be present. The problem in majority of cases is not the soft tissue or the fracture type but the osteoporotic bone quality, which causes implant insufficiency and further union problems. [7] Many biomechanical studies have investigated the effects of various implants on distal femoral fracture models. However, to our knowledge, no study was conducted on combined usage of retrograde femoral nailing and distal femoral anatomical plate regarding rigid fixation in the osteoporotic bone.
It was hypothesized that usage of IM nailing in combination with a locking anatomical plate provides safe stability allowing fixation in osteoporotic distal femoral fractures. Therefore, in this study, we aimed to investigate mechanical properties of IM nailing and anatomical locking plate in a bone model based on the hypothesis that their combined usage increases safety of fixation stabilization.
MATERIALS AND METHODS

Twenty-one left femurs (Left 4 th
Generation
Composite Femur, Sawbones, Malmö, Sweden) were used in the study. To mimic an extra-articular supracondylar femoral fracture (Type 33-A3, AO classification), a 10 mm gap was cut parallel to the knee base line, 65 mm proximal to the distal end of the femur by the aid of a surgical reciprocating saw. [16, 17] All specimens were prepared by the same two orthopedic surgeons. The standard technique for plate fixation and retrograde distal femoral nailing was performed. Osteotomy provided a noncontact situation, allowing for isolated testing of the implant combinations.
Three groups of implant constructs were tested. Group 1 specimens were fixed laterally by an anatomical distal femoral locking plate (Medtip Medical Device Company A.S., Turkey); group 2 specimens were fixed with retrograde distal femoral IM nail (Medtip Medical Device Company A.S., Turkey); and group 3 specimens were fixed with both anatomical distal femoral locking plate and retrograde distal femoral IM nail. In this group, the IM nail was locked proximally and distally by one interlocking screw for each and the plate was placed laterally inserting the screws anterior or posterior to the IM nail when intersected.
All the tests were performed with a mechanical test machine (AG-IS 10 kN, Shimadzu, Kyoto, Japan). The femoral bone models were fixed to the load cell of the test machine. In all of the tests, the alterations in axial, and torsional angles, and load to failure values were recorded ( Figure 1 ). The bone-implant constructs were tested under axial loading with the femoral heads which were potted and fixed. 1000 N for 5000 cycles at 3 Hz were applied while simultaneously recording the vertical displacement and the strain. [17] Torsion test was carried out with servo sync torque machine (SQM132, 245 Nm 100 rpm, Turkey). The torsion tests were conducted in the displacement control mode with a maximum moment of 4.5 Nm in both directions; the premoment was 0 Nm and the test velocity was 0.3 ̊/s. The testing cycle was applied from 0 to 4.5 Nm. Torque versus the degree of angle deformation values were recorded. Following torsional testing, static external rotation was applied to failure, at a rate of 1 Nm/s, to determine the ultimate torsional strength of the constructs (Figure 2 and 3 ).
Axial and torsion tests were repeated three times for each specimen to ensure reproducibility of the results. All tests were performed within the elastic behavior limits of the construct; the loaddeflection data did not show any sign of plastic or permanent deformation for any of the constructs in any orientation. The testing was performed in the same order for each sample. The statistical analysis was conducted with Kruskal-Wallis nonparametric ANOVA test by using SPSS for Windows version 15.0 software program (SPSS Inc., Chicago, IL, USA).
RESULTS
There were no fixation failures during axial or torsional stiffness testing within the elastic behavior limits. (Table I) .
DISCUSSION
This study investigated two different implants for the treatment of distal femoral fractures with special attention to the combined usage of both IM nailing and anatomical distal femoral fixation. Our results showed that IM nailing revealed a more stable construct compared to plate fixation in terms of axial and torsional loading and load to failure testing. However, combined usage of both implants provided an even more stable construct. Internal fixation of distal femoral fractures has been acknowledged to be superior over nonoperative treatment, but these fractures are challenging regarding implant and technical decision. [8] [9] [10] The axial stiffness of the plated constructs is another clinical concern. Hence, delayed union and even nonunion of plated distal femoral fractures have been reported, particularly in cases where there was no medial cortical support. [18] [19] [20] These adverse events have been attributed to poor axial stiffness permitting movement in the fracture gap. If the medial metaphyseal buttress is missed, the fracture might fall into varus before healing. For this, Sanders et al. [21] have recommended double-plating techniques for fixation. However, although the authors have had good results with the double-plating technique, the surgery requires disruption of the medial and lateral soft tissues to achieve fixation.
There are a number of clinical articles regarding the role and efficacy of retrograde nailing in distal femoral fractures. [22] [23] [24] [25] In a systematic review of the literature by Papadokostakis et al., [24] it was concluded that retrograde IM nailing was a reliable treatment method with less complications for distal femoral fractures, while similar judgments were made by Handolin et al. [25] Retrograde IM nails have been shown to achieve good results in osteoporotic bone as well. [22, 23] The study of Zlowodzki et al. [26] discussed that Less Invasive Stabilization System provided improved distal fixation compared to the retrograde nail in osteoporotic bones because of higher axial loads, load to failure and a lower incidence of fixation failure. In addition, displacement at the fracture site was lower.
Studies reported in the literature, which used artificial bones (the cortical bone with a density of 1.64 g/cm 3 ) for axial/torsional loading and modeling the same fracture type, supported our results, agreeing that plating provides greater torsional stability, whereas IM devices show greater axial strength. [11, [26] [27] [28] [29] Regarding axial stiffness of plate constructs, the literature shows a range from 10% to 25% of axial stiffness achieved with IM nails. [30] Sufficient implant anchorage is a challenge particularly in the treatment of osteoporotic distal femoral fractures. Fixation failures are common in osteoporotic fractures and better clinical results are achieved as the construct is more stable. [31] However, rigid internal fixation of osteoporotic fractures in elderly patients is difficult due to degree of comminution and poor bone stock. [32, 33] Thus, the idea of application of retrograde IM nail supported by an anatomical distal femoral locking plate laterally seems logical in terms of biomechanical stability. In addition, using minimally invasive techniques for the plate application may support biological union. In our study, the IM nail combined with plate fixation group had the least gap motion and the highest stiffness. The stiffness of the gap depended on the bone-implant construct to resist the micromotion across the gap. The magnitude of differences demonstrated in this study may be clinically relevant.
We think that combining IM nailing with plate augmentation increases the advantages of these two techniques in fracture fixation, while their potential complications and disadvantages may be avoided. The IM nail will serve as a load sharing device, neutralizing the shearing forces on the fracture, and maintaining the general alignment of both the fracture and the limb. The plate augmentation may control continuous excess motion at the site of complex, comminuted unstable fractures, and thus provide stability of the fracture.
Clinically, although delay in fracture healing is not always obvious, the decreased healing capacity in osteoporosis is reflected in a dramatically increased rate of failure of implant fixation. [34] When it is considered that the main objective of surgery in elderly patients is early ambulation and achieving a stable painless weight-bearing limb with preservation of knee function, the low axial loading capacity of the plate fixation and the low torsional loading capacity of the IM nail construct measured in our study might have a negative influence on the early immobilization process.
Our biomechanical study had some other limitations: (i) the simplified test set-up did not simulate soft-tissue forces such as capsules, ligaments and muscles but represents an anatomical loading condition, [35, 36] (ii) a total of 5,000 cycles per loading step was not truly representative for a postoperative loading pattern, and (iii) the synthetic femoral bones were chosen as they consistently simulate the characteristics of young bone. While this aided to eliminate the variable data obtained from cadaveric specimens and was safer, it limited our study by not resembling an osteoporotic bone.
In conclusion, we demonstrated that combined usage of distal femoral anatomical locking plate with IM nails is important for the stabilization of osteoporotic distal femoral fractures in terms of both primary biomechanical stiffness and strength of the constructs. Further studies are required using osteoporotic human cadaver specimen to show the benefit of the implants in human bone, while secondary clinical trials are recommended to demonstrate better outcomes and patient benefits.
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